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INTRODUCTION 

With the number of jet aircraft 
flights continually increasing, since 
their inauguration in I960, it has be¬ 
come necessary to augment the exist¬ 
ing VOR (Visual Omni-Range) and 
ILS (Instrument Landing System) 
navigational aids with two new so¬ 
phisticated systems; DME (Distance 
Measuring Equipment) and ATC 
(Air Traffic Control). Boonton Ra¬ 
dio, with an established line of spe¬ 
cialized instrumentation for the de¬ 
sign, test, and calibration of air¬ 
borne VOR and ILS equipment, and 
recognizing the need for the same 
type of instrumentation in conjunc¬ 
tion with the DME and ATC air¬ 
borne equipment, has designed the 
8925A DME/ATC Test Set (Figure 
1) for this purpose. A block diagram 
of the Test Set is shown in Figure 2. 

PURPOSE OF DME AND ATC 

In brief, DME provides the pilot 
of an aircraft with a read-out of his 
distance in miles from a given ground 
station. In addition, DME equip¬ 
ment, used in pairs or in conjunc¬ 
tion with VOR equipment, can give 
the pilot his exact location on a con¬ 
tinuous basis, avoiding separate 
measurements for triangulation and/ 
or calculation. ATC provides ground 
control personnel with positive indi¬ 
vidual identification and location of 
aircraft within their area. 
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Figure 1. Type 8925A DME/ATC Test Set 


Both the DME and ATC systems 
function through the exchange of 
pulse coded information between the 
airborne and ground stations. The 
pulse coding, plus the time delays as¬ 
sociated with transmission and re¬ 
ception, constitutes the information. 
In the case of DME, the airborne 
equipment interrogates the ground 
station which, in turn, replies. In the 
ATC system, the ground station in¬ 
terrogates the airborne equipment. 

TYPE 8925A DME/ATC 
TEST SET 

The basic concept of the 8925A 
Test Set was that it should be. in 
essence, a calibrated precisely con¬ 
trollable, low power, ground station. 
The minimum characteristics of the 
station were to be those as specified 
by the cognizant authorities for a 
DME and ATC ground station and 


for checking out airborne DME/ 
ATC equipment. 1 

Analysis of the requirements led to 
the conclusion that existing “tried and 
proven” test instruments were avail¬ 
able which, when assembled in build¬ 
ing block fashion, could provide the 
basis of the calibrated pulsed RF 
source and a means of measuring the 
airborne transmitter peak power. 
With modification of some of these 
units, the exact requirement could be 
met. Having established this course, 
there remained to devise means of 
measuring the ATC airborne trans¬ 
mitter frequency, interconnecting the 
Test Set components, connecting to 
the equipment under test, and moni¬ 
toring the various signals involved. 
This was accomplished by the devel¬ 
opment of two new specialized test 
instruments: the BRC 8905A Wave- 
meter to measure the transmitter fre¬ 
quency and the BRC 13505A Iso¬ 
lator-Monitor to provide the required 
interconnection, isolation, and moni¬ 
toring facilities. 

Signal Generator 

The basic CW RF signal is gen¬ 
erated by a Hewlett-Packard HOl- 
8614A Signal Generator. This instru¬ 
ment is a slightly modified version of 
the standard production unit. The 
frequency range is restricted to 950 
to 1250 me in order to optimize the 
characteristics over this range, and 
the attenuator calibration is offset to 
compensate for system losses. The 
modifications are minor and the in¬ 
strument can be readily returned to 
its original state. The generator in¬ 
corporates automatic leveling of the 
RF signal which permits tuning over 
the entire frequency range with no 
adjustment of level required. The at¬ 
tenuator dial is calibrated to read di- 

1 - See References at end of article. 
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ulation is essentially independent of 
frequency and, in actual use, when 
set at one frequency, will hold across 
the entire frequency range of 950 to 
1250 me. 

The video signals required to ac¬ 
tuate the H03-87I4A Modulator are 
derived from equipment external to 
the 8925A Test Set, such as the Col¬ 
lins 578D-1 Test Set (DME) or 
578X-1 Test Set (ATC). These units 



Figure 2. Block Diagram — Type 89254 DME/ATC Tetl Set 


rectly the system output into 50 ohms 
over the range of —10 to —120 dbm. 
The generator contains an internal 
modulator which employs PIN diodes 
as essentially resistive modulator ele¬ 
ments. The frequency controls per¬ 
mit adjustment to within 50 kc as the 
frequency is simultaneously moni¬ 
tored and displayed by an -hp 5245L 
Frequency Counter in combination 
with a 5254A (3.0 Gc) Frequency 
Converter. 

Modulator 

The RF output of the Signal Gen¬ 
erator is fed to an -hp-H03-8714A 
solid state Modulator. Like the mod¬ 
ulator in the Signal Generator, this 
instrument employs electrically con¬ 
trolled PIN diodes mounted in a strip 
transmission line. Modulation is ac¬ 
complished by varying the attenua¬ 
tion of the strip line. The H03-8714A 
is an extensively modified version of 
the -hp-8714A. Special front panel 
controls and connectors are provided 
and special pulse shaping circuitry is 
included^ The pulse shaping circuitry 
is necessary to compensate for the 
inherently fast PIN diode switching 
time (of the order of 10 ns), per¬ 
mitting the RF envelope to closely 
reproduce the video modulating sig¬ 
nals. The linearity of the modulator 
is approximately ±5% over the 
upper 30 db of the dynamic range. 
This method of post generation mod¬ 


provide pulse coded video signals 
which simulate DME/ATC ground 
emission information as regards to 
pulse spacing, repetition rate, num¬ 
ber of pulses, and, to some extent, 
pulse shape. 

In the case of ATC, it is required 
that the second pulse of a train of 
two or three pulses be varied in am¬ 
plitude from t 1 to 10 db relative 
to the amplitude of the first pulse. 
The special circuitry within the H03- 
8714A Modulator provides this capa¬ 
bility by generating a video gate (Fig¬ 
ure 3B), which is related in time to 
the second pulse of the video pulse 
train and adjustable in amplitude by 
means of a front panel control. This 
video gate pulse is returned to the 
modulator in the H01-8614A Signal 
Generator where it effectively modu¬ 
lates the RF signal upward or down¬ 
ward the desired amount (Figure 
3C). The generator output, then, is 
modulated by the H03-8714A which 
turns completely on for each pulse 
(Figure 3D). The resulting pulse am¬ 
plitudes are determined by the pre¬ 
viously modulated generator output. 
The linearity of the H03-8714A in¬ 
ternal circuitry is such that the front 
panel control is calibrated in 0.5 db 
increments over the range of +1 to 
—10 db and is accurate to ±0.5 db. 
It is apparent that in order to permit 
the upward modulation, it is neces¬ 


sary to bias the modulator within the 
generator to some level below the 
full on condition. The bias which is 
derived from the H03-8714A Modu¬ 
lator, can be made to vary the RF 
output over a range of several db by 
means of a control available at the 
front panel. In practice, the level 
which is set corresponds to the Test 
Set calibrated CW output. 



(A) VIDEO SIGNAL APPLIED TO H03-87I44 
MODULATOR 

(B) VIDEO GATE GENERATED BY H03-B714A 
MODULATOR AND APPLIED TO HOI-86144 
SIGNAL GENERATOR 

(C) HOT-86144 SIGNAL GENERATOR RF 
OUTPUT (VIEWED USING T 35054 
ISOLATOR-MONITOR HETERODYNE 
MONITOR) 

(D) TEST SET RF OUTPUT (VIEWED USING 
135054 HETERODYNE MONITOR) 

(E) TEST SET RF OUTPUT (VIEWED USING 
135054 DIODE MONITOR) 


Figure 3. Generation of ATC Ground Station 
Signal (Time Axis 1 Microsecond 
per Centimeter) 
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While the DME system does not 
require any differences of relative 
pulse amplitudes, a closely allied sys¬ 
tem, TACAN (Tactical Air Naviga¬ 
tion) does. The 8925A Test Set has 
provided means to simulate both. See 
Figs. 4 and 5. TACAN utilizes the 
basic DME pulse coded signal but, in 
addition, requires up to 55% ampli¬ 
tude modulation of the pulse train 
with a composite signal comprised of 
15 cps and 135 cps sine waves. This 
AM provides bearing information. 

While the 8925A Test Set is ca¬ 
pable of providing full TACAN RF 
signals, there is no currently available 
single source of synchronized pulse 
and sine wave signals. However, the 
video TACAN signal may be sim¬ 
ulated by using an audio oscillator 
(such as the -hp-200CD) in con¬ 
junction with the Collins 578D-1. 
The upward modulation requires that 
the H03-8714A Modulator be biased 
to a level, in the absence of AM, 
some 4 db below the full on condi¬ 
tion. The bias is derived internal to 
the Modulator and, as in the ATC 
case, a control available at the front 
panel permits variation of the RF 
output over a range of several db. 
In practice, this is set to a level cor¬ 
responding to the Test Set calibrated 
CW output. 

Another control, available at the 
front panel of the H03-8714A Mod¬ 
ulator, permits variation of the Test 
Set CW output signal over a range 
of several db. This allows ease of 
recalibration after extended periods 
of use. 

Isolator-Monitor 

The simulated ground station RF 
signal is fully generated at this point. 
The BRC 13505A Isolator-Monitor 
connects the RF signal to the air¬ 
borne instrument under test and mon¬ 
itors the signal for measurement pur¬ 
poses. In the normal mode of opera¬ 
tion, the incoming RF signal is passed 
through a low attenuation path (ap¬ 
proximately 1 db) of a properly ter¬ 
minated four-port circulator, through 
a coaxial switch .electrically actuated 
from the front panel, to the output 
connector. It is the signal level at 
this connector for which the HOl- 
8614A Signal Generator attenuator 
is calibrated. A cable from this point 
to the antenna jack of the receiver/ 
transmitter under test completes the 
path. The transmitter signal, gener- 



(A) VIDEO SIGNAL APPLIED TO H03-8714A 
MODULATOR 

(Bl TEST SET RF OUTPUT (VIEWED USING 
13S05A HETERODYNE MONITOR) 

(C) TEST SET RF OUTPUT (VIEWED USING 
I3505A DIODE MONITOR) 

Figure 4. Generation of DME Ground Station 
Signal (Time Axis 2 Microseconds 
per Centimeter) 

ally of high peak power (up to 2000 
watts), returns by way of the same 
route, but is isolated from the equip¬ 
ment preceding the 13505A by the 
30 db minimum insertion loss of the 
circulator in this direction. Some of 
the transmitter signal is available at 
the remaining two ports of the cir¬ 
culator, and, after suitable attenua¬ 
tion, is brought out at the 13505A 
front panel for frequency and power 
measurements. 

When the 13505A is used as a 
monitor, the test signal is diverted 
from the output connector by means 
of the coaxial switch and routed to 
the monitoring circuits. Because the 
load is removed from the antenna 
jack of the transmitter under this 
condition of operation, a pair of in¬ 
terlock terminals are provided on the 
13505A rear panel which may be 
used to automatically de-energize the 
transmitter, if so desired. Two moni¬ 
toring modes are available by opera¬ 
tion of the front panel switch: a 
linear heterodyne mixer and a diode 
detector. 

When the 13505A is operated as 
a heterodyne monitor, the signal from 
an internal oscillator operating at 
1025 me is mixed with the test signal 


(A) 


(H 


(A) VIEWED USING I3505A HETERODYNE 
MONITOR 

(B) VIEWED USING 1350SA DIODE MONITOR 

Figure 5. Simulated TACAN Ground Station 
Signal (Approx. 45% AM — Time Axis 
2 Microseconds per Centimeter) 

and the difference frequency (IF), 
either plus or minus, is delivered to 
an amplifier. The combined circuitry 
has a bandwidth, at the 3 db points, 
of approximately 10 me. The 1025 
me frequency was chosen because it 
lies between the frequencies of the 
middle DME ground station channels 
(channels 61, 62, and 63) and the 
ATC beacon frequency of 1030 me. 
Thus, the difference frequency in 
either case will fall within the pass 
band of the amplifier. Best results 
are obtained, naturally, when the IF 
frequency is centered in the amplifier 
pass band. Actually, a region of 
about 4 me in range gives equally 
good results due to the presence in 
the mixer output of vestigal sidebands 
which extend far beyond the ampli¬ 
fier frequency limits. This being the 
case, if the IF frequency is not cen¬ 
tered within the amplifier pass band, 
the sidebands which are not passed 
on one side of the IF frequency are. 
in part, made up for by the addi¬ 
tional sidebands passed on the other 
side of the IF frequency. This, in ef¬ 
fect, increases the apparent band¬ 
width of the mixer-amplifier combi¬ 
nation. The output of the heterodyne 
monitor is.available at the 13505A 
front panel for viewing on a suitable 
oscilloscope (such as the -hp- 175A). 
A minimum of lv peak to peak is 
obtained when the Test Set signal is 
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— 10 dbm. and the presentation is 
linear within ±0.5 db over the range 
of test signal levels of +4 to 10 
dbm. This provides an accurate 
means of relative amplitude measure¬ 
ments such as are required for set¬ 
ting the ATC side lobe suppression 
pulse and the percent amplitude mod¬ 
ulation of the TACAN signal. 

The bandwidth of the heterodyne 
monitor is more than adequate for 
making pulse shape measurements of 
the DME (or TACAN) pulses, 
which have rise and fall times of 2.5 
/*s nominally. However, in the case 
of ATC pulses, which may have rise 
and fall times of 50 ns, an error of 
up to ±40% could result. For accu¬ 
rate measurement of the ATC pulse 
shape, it is recommended that a 
sampling type oscilloscope (such as 
the -hp-185B) be used to directly 
observe the 8925A DME/ATC Test 
Set output signal. 

It should be mentioned, that, due 
to the frequency independence of the 
PIN modulator units, pulse settings 
made using the heterodyne monitor 
(that is with the H01-8614A Signal 
Generator tuned to the restricted 
band of frequencies which provide a 
heterodyne signal), will remain con¬ 
stant at any other frequency to which 
the generator is set. Nevertheless, 
should it be desired to employ the 
heterodyne principle at any other fre¬ 
quency, provision is made on the 
back panel of the 13505A Isolator- 
Monitor for the substitution of an 
external oscillator (capable of 60 mw 
output power) for the internal oscil¬ 
lator. Also, the internal oscillator is 
capable of being tuned over a small 
range of approximately ±5mc by a 
control available at the 13505A back 
panel. 

When operating the 13505A as a 
diode monitor, the internal oscillator 
is turned off and the mixer then be¬ 
comes a diode detector with an out¬ 
put amplified by the same amplifier 
discussed previously. A minimum of 
+0.1 v peak is obtained at the 
I3505A front panel for a Test Set 
signal of 10 dbm at any frequency 
within the range of the Test Set. As 
with most diode detectors, the output 
is not a linear presentation and care 
must be exercised when using it for 
making measurements. (See Fig. 6)'. 
The relationship between the diode 
monitor output and the Test Set RF 
signal may be readily examined by 



Figure 6. Comparison of Diode Monitor and 
Heterodyne Monitor Displays of the Same RF 

Signal (Time Axis 1 Microsecond 
per Centimeter) 

varying the Signal Generator atten¬ 
uator in fixed amounts and noting 
the corresponding changes in the 
diode monitor output amplitude. 
While it is not as accurate as the 
heterodyne monitor, the diode moni¬ 
tor does provide a rapid means of 
making relative measurements at any 
frequency within the range of the 
Test Set. This signal is also used 
when calibrating the overall DME 
system (including the 578D-1 video 
modulator) delay. 

With the 13505A operating in the 
normal mode, portions of the trans¬ 
mitter power are available at the 
front panel Wavemeter and Pwr 
Meter connectors. The amounts of 
power available are controlled by the 
inclusion of fixed precision atten¬ 
uators within the 13505A. 

Peak Power Calibrator 

A BRC 8900B Peak Power Cali¬ 
brator is connected to the Pwr Meter 
output of the 13505A. This is a pro¬ 
duction unit specially calibrated to 
account for variations in attenuation 
in the system (including cables) pre¬ 
ceding it. The unit will read peak 
power of 100 to 2000 watts over the 
frequency range of 960 to 1215 me 
to an accuracy of ±1.2 db. The accu¬ 
racy of measurement may be im¬ 
proved to ±0.6 db with special cali¬ 
bration. Should measurement of other 
power ranges be desired, it may be 
accomplished by changing the fixed 
attenuation within the 13505A. This 
would be handled on a special order 
basis. For peak powers in excess of 
2000 watts, the user may, with some 
degradation of accuracy, insert ad¬ 
ditional attenuation between the 
13505A and 8900B, external to the 
system. 

In making a power measurement, 
the 8900B basically compares the 


demodulated pulse envelope of the 
signal to be measured and the output 
from an internal dc reference supply. 
A mechanical chopper permits both 
signals to be viewed simultaneously 
using a suitable oscilloscope (-hp- 
175A). The dc reference is adjusted, 
by means of a front panel control, to 
be equal in amplitude to the demod¬ 
ulated pulse. The resulting dc refer¬ 
ence is indicated on the front panel 
meter, which is calibrated to read 
peak RF power. Provision is made 
for readily recalibrating the instru¬ 
ment against an external bolometer 
or calorimeter. 

The 8900B also provides a means 
for monitoring the transmitter out¬ 
put pulses. The demodulated pulse is 
brought to a back panel connector 
through a two-stage emitter follower. 
By means of intercabling, this signal 
is available at the Xmtr. Monitor 
connector on the front panel of the 
13505A for monitoring purposes, 
and, in the case of DME, as the de¬ 
modulated transmitter interrogation 
signal required by the 578D-1 for 
distance measurement. 

Wavemeter 

The BRC 8905A Wavemeter is 
connected to the Wavemeter con¬ 
nector on the front panel of the 
13505A and is used to measure the 
frequency of the pulsed output signal 
of the ATC transmitter. The instru¬ 
ment is composed of a transmission 
type tuneable wavemeter and asso¬ 
ciated metering circuitry. The front 
panel meter indicates a peak reading 
when the cavity is tuned to the in¬ 
coming frequency. This frequency 
can be read to within ±0.5 me di¬ 
rectly from a dial calibrated in 0.5 
me increments from 1070 to 1110 
me. The sensitivity of the unit is ad¬ 
justed for individual Test Set losses, 
so that meter indications are obtained 
for any ATC transmitter signal 
within the specified frequency range 
and within the peak power limits of 
250 to 1000 watts. A video output 
is provided whereby the detected cav¬ 
ity output may be monitored with a 
suitable oscilloscope for frequency 
measurements of signals having peak 
power as low as 10 watts. 

Interconnecting Cables 

Because the calibration of the 
8925A DME/ATC Test Set takes 
into account all the known system 
losses and the many interfaces which 
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X-Y Plotting with the Types 202H and J 
FM-AM Signal Generators 

CHARLES W. QUINN, Applications Engineer 


exist, the over-all system accuracy is 
dependent upon all critical intercon¬ 
necting cables remaining in their 
proper locations. To insure this, all 
cables and their associated connec¬ 
tors are color coded. 


CONCLUSION 

The 8925A is the most complete 
and universal Test Set available for 
the checking of DME and ATC air¬ 
borne equipment and, because of its 
building block construction, is read¬ 
ily adaptable to many special applica¬ 
tions. Its high degree of stability and 
continuous frequency tuning are 
highly desirable features when re¬ 
garded in the light of possible future 
expansion of the DME system; i.e., 
channel splitting. 

The Test Set is the result of a 
Hewlett-Packard corporate effort and 
the responsible groups are deserving 
of recognition. Individual instruments 
which form part of the Test Set and 
the divisions responsible for their 
development are listed below. 


Instrument 

-bp- Division 

5245L 

Electronic 

Counter 

Frequency and 
Time Division 

5254A 

Frequency 

Converter 

Frequency and 
Time Division 

HOl-86l4A Signal 

Generator 

Microwave 

Division 

H03-8714A 

Modulator 

Microwave 

Division 

13505A 

Isolator-Monitor Boonton Radio 
Division 

8900B 

Peak Power 
Calibrator 

Boonton Radio 
Division 

8905 A 

Wavemeter 

Boonton Radio 
Division 
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INTRODUCTION 

A rear panel jack on the Types 
202H and 202J FM-AM Signal Gen¬ 
erators provides a means for intro¬ 
ducing an external dc voltage to con¬ 
trol the output frequency over a lim¬ 
ited range. The jack permits direct 
coupling, at low rates, to the reac¬ 
tance tube modulator in the gener¬ 
ator. This feature, together with the 
improved linearity, automatic level¬ 
ing, and low FM noise characteris¬ 
tics of these generators, opens the 
door to applications new to the FM 
signal generator art. 

Two major areas of application 
which make use of the direct-couple 
feature of the 202H and J signal gen¬ 
erators will be discussed in this ar¬ 
ticle. One area deals with tests and 
measurements that can be made with 
the signal generator connected with 
an X-Y Plotter. The other area of 
application involves tests and meas¬ 
urements that can be made with the 
signal generator connected in an au¬ 
tomatic frequency control setup or 
system. 

X-Y PLOTTER APPLICATION 

The aforementioned features of the 
202H and J signal generators, to¬ 
gether with the advantages of the 
X-Y Plotter; i.e., large display, ex¬ 
tremely good linearity, permancy, 
and reproducibility, make these in¬ 
struments an excellent combination. 
In this application, sweep widths 
from a few kc to 1 md are possible. 
This pair of instruments, plus a 207H 
Univerter and a 230A Power Ampli¬ 
fier used as a doubler, yields a po¬ 
tential frequency range of 100 kc to 
500 me for the applications to be 
discussed in this article. 

The auxiliary equipment required 
depends on the specific test to be 
made. This equipment will be listed 
as each application is discussed. 

The major areas of X-Y Plotter 
application are receiver testing and 
narrow-band filter testing. 



Figure 1. Setup for Checking Dhcriminator 
Output v*. Frequency 


Receiver Testing 

Receiver tests that can be made to 
advantage with the 202H/J and X-Y 
Plotter are as follows: 

1. Selectivity or bandwidth versus 
frequency and input. 

2. Discriminator output versus fre¬ 
quency. 

3. AGC or detector voltage versus 
input level or overload character¬ 
istics. 

4. Audio/video output versus in¬ 
put level. 

5. Audio/video fidelity or re¬ 
sponse versus level. 

The first tests to be discussed will 
be those tests which use a minimum 
of equipment; i.e., selectivity or 
bandwidth versus frequency and RF 
input level, and discriminator output 
versus frequency. If it is assumed 
that the receiver to be tested is in the 
range of the 202H and J, the con¬ 
nections and equipment are shown in 
Fig. 1. The Plotter may be a Moseley 
Type 2D, 135, etc. The Y axis input 
to the Plotter is connected to the AM 
detector, limiter grid, or discrimi¬ 
nator output. The X axis input is con¬ 
nected to the variable dc source. The 
simplest form of variable dc is a 
multi-turn variable potentiometer of 
approximately 10,000 ohms and two 
6-volt batteries connected as shown 
in Fig. 2. This supply will produce 
approximately 600 kc sweep on the 
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202H low band, and about 1200 kc 
on the 202H high band and the 202J. 
Reference to the dc FM input curve 
(Fig. 3) will indicate how to opti¬ 
mize this sweep if necessary. (A func¬ 
tion generator, such as the -hp- 202A, 
could be used in place of the dc 
source described above.) With the 
equipment connected as shown in Fig. 
1, typical curves, such as those shown 
in Figs 4 and 5 can be plotted. 

Calibration of Scales 

Before the data in the plotted 
curves can be of value, the X and Y 
axes must be calibrated. The vertical 
scale can usually be read directly, 
using the indicated sensitivity on the 
Y amplifier controls. If more pre¬ 
cise calibration is necessary, an -hp- 
412A DC Voltmeter may be used in 
shunt with the Y terminals. 

The horizontal X axis may be cal¬ 
ibrated in a number of ways, depend¬ 
ing upon the accuracy required and 
the equipment available. The curve 
in Fig. 3 could be plotted as a func¬ 
tion of the X input sensitivity, as in¬ 
dicated by the calibration on the X 
amplifier controls. A much more pre¬ 
cise method, however, utilizes a crys¬ 
tal calibrator or an -hp- 5243L or 
5245L counter with an -hp- 5253B 
Converter plug-in. Fig. 1 shows the 
setup using the counter. Note that ad¬ 
ditional attenuators are necessary if 
continuous frequency monitoring is 
desirable. This enables the counter to 
operate at a reasonable level with the 
202H and J. The Type 202JA has 
50 mv available for continuous 
monitoring. 

It is good practice to calibrate the 
frequency or X axis beginning at the 
most important point, usually the 
center, peak, or zero crossing, de¬ 
pending upon the curve being plotted. 
There are a number of choices in the 
method of marking. Two possibilities 
are given below. 

1. Retrace the curve with “pen up” 
and mark a vertical line at the desired 
frequency increments, using the Y 
axis “Zero” control and the “pen 
up/down” control. This procedure 
produces a trace marked as shown in 
Fig. 4. 

2. After checking that the refer¬ 
ence point is at the desired location, 
reduce the Y signal to zero. Sweep 
the signal generator through the same 
limits and mark the desired incre¬ 



Figure 2. Variable DC Source Using 
Multi-turn Variable Potentiometer 


ments with a vertical line, using the 
Y axis “Zero” control. This proce¬ 
dure produces a trace calibration as 
shown in Fig. 4. 
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Figure 3. DC FM Input Curve 


AUTOMATIC FREQUENCY 
CONTROL APPLICATION 

Since it is possible to feed a dc 
signal into the reactance tube mod¬ 
ulator directly through the DC FM 
INPUT jack, this dc signal might 


easily be an error signal which is a 
function of some reference frequency. 
This arrangement, shown in block di¬ 
agram form in Fig. 6. is helpful in 
reducing the frequency drift per hour 
of the 202H and J signal generators 
by a significant factor. Frequency sta¬ 
bility of 0.001 % per hour is easily 
obtainable with this setup. This im¬ 
proved stability is valuable in the 
testing of narrow band (about 10 kc) 
systems where drift is a problem. 
System frequency can also be meas¬ 
ured more precisely on a continuous 
basis with this method, utilizing 
a frequency counter connected as 
shown in Fig. 6. At this point, it is 
well to point out that the AFC cor¬ 
rection .is not instantaneous. In fact, 
there is a time constant of approxi¬ 
mately one-half second, so that short¬ 
term frequency changes, such as FM 
modulation rates, are not cancelled 
out by the AFC loop. This permits all 
of the standard tests to be performed 
while the long-term drift is corrected. 

Phase Locking 

A slight modification in the area of 
the DC FM INPUT circuit will per- 



RF INPUT FREQUENCY (MC) - 1000 


Figure 5. Overall Receiver Selectivity Curve 



Figure 4. Discriminator Output vs. Frequency Curve 
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Setup for Automatic Frequency Control 



Figure 9. 
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Al Thoburn 
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mit phase locking, to a suitable ref¬ 
erence, of the 202H and J signal gen¬ 
erators. This could considerably re¬ 
duce phase noise in critical applica¬ 
tions, but the FM function would be 
cancelled out by the phase lock loop. 
Frequency stability in this case would 
be that of the reference. 


Figure 7. 

Connections for Analog Output vs. Attenuator 



Figure 8. 

Setup for Checking RF Input Level vs. Output 


Output Versus RF Level 

Using the equipment mentioned 
previously, there are other tests that 
can be made with the 202H and J 
signal generators and the X-Y Plotter. 
It is a simple matter to connect a 
double-ended precision potentiometer 
directly to the attenuator shaft by 
removing the knob. Using the circuit 
shown in Fig. 7, a voltage analogous 
to RF input or attenuation can be 
obtained. The equipment is connected 
as shown in Fig. 8. Typical curves are 
shown in Fig. 9. When the Y axis is 
a function of audio/video voltage, the 
“AC Voltage” position in the Type 


2D Plotter may be used; otherwise, 
an ac to dc converter or detector 
must be used to obtain a dc signal 
proportional to the audio/video output. 

Audio/Video Fidelity 
or Response 

If an audio/video oscillator with a 
dc analog output is available, such as 
the DYMEC Model DY-2.07A, re¬ 
sponse curves may be plotted directly. 

EASTERN SERVICE 
CENTER TO BE 
ESTABLISHED AT BRC 

In order to provide improved parts 
and repair services for customers in 
the Eastern U.S.,.the Hewlett-Pack¬ 
ard Company is establishing a new 
Eastern Regional Service Center at 
Boonton Radio Company in Rocka- 
way, N. J. The new facility will pro¬ 
vide complete parts support and an 
extensive factory-level instrument re¬ 
pair service. Parts and factory repair 
service will be available for all Hew¬ 
lett-Packard Company equipment and 
for equipment manufactured by -hp- 
Divisions; including BRC, Dymec, 
Moseley, and Sanborn. 

The new operation will be set up 
in the present BRC plant and will 
occupy about 25,000 square feet of 
space: 10,000 square feet for parts 
warehousing and repair areas and 
1,500 square feet for administrative 
functions. Approximately 90 em¬ 
ployees will be hired to handle the 
various administrative and technical 
tasks. 

Manager of the new service center, 
under the direction of Bill Myers, 
BRC General Manager, will be Al 
Thoburn, formerly manager of the 
materials handling group in the West¬ 
ern Service Center. Service Manager 
will be Bob Wolfe, who served as 
Service Manager for RMC Sales Di¬ 
vision in New York City. Dick Love, 



Dick Love 


formerly parts manager at the West¬ 
ern Service Center, will be Parts 
Manager. 

It is expected that the new service 
center, scheduled to begin operations 
on August 17, will provide even bet¬ 
ter service to all our customers in the 
Eastern region of the country. 


ERWIN CONRAD TO BE 
SERVICE ENGINEER 

Erwin Conrad joined BRC in Jan¬ 
uary of this year as Customer Service 
Supervisor, replacing Ray Tatman 
who has been on special assignment 
pending his return to Corporation 
headquarters in Palo Alto. Erwin 
came to BRC from the RMC Sales 
Division in New York- City, where 
he was Assistant Service Manager 
and had gained seven years of val¬ 
uable experience in the service of 
Hewlett-Packard products. In his 
present assignment as Customer Serv¬ 
ice Supervisor, he has been responsi¬ 
ble for all BRC factory repairs, re¬ 
placement parts, and general service 
support. 

With the establishment, in August, 
of the new Eastern Regional Service 
Center, announced in this issue, Er¬ 
win’s present operation will be in¬ 
tegrated into the service center and 
he will assume new duties as Service 
Engineer for all Boonton Radio prod¬ 
ucts. In this capacity, he will be re- 
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sponsible for aiding in the prepara¬ 
tion of field maintenance procedures 
and providing the necessary customer 
support and training for these instru¬ 
ments. His duties will also include 
the preparation of Service Notes and 
other service publications, to better 
enable -hp- field repair stations and 
customers to properly maintain BRC 
products. 


Q CONTEST WINNER 

The IEEE Show at the Coliseum 
in New York in March found BRC’s 
booth bustling with contest hopefuls 
all determined to “out-estimate” each 


other in the annual BRC “Guess the 
Q” contest. This year’s display coil 
was formed with heavy copper wire 
into a configuration not too unlike 
the BRC logograph. It proved chal¬ 
lenging to the parade of booth 



Bill Myers, BRC General Manager , Presents Q 
Meter to Contest Winner George Engert 


visitors. 

The Q of the coil, it turns out, is 
242.6. This is the “indicated Q” and 
represents the average of ten meas¬ 
urements made at 10 me on the Type 
260A Q Meter in the BRC Standards 
Laboratory. 

Winner of the contest, with an es¬ 
timate of 242.5, is George W. En¬ 
gert. Project Engineer with MEPCO, 
Inc. in Livingston, N. J. Runners-up 
are Alan Budner of U. S. A. Elec¬ 
tronic R & D Lab. (240); John Mul- 
queen of MEPCO, Inc. (246.5); and 
T. A. Metz of Polyphase Inst. Comp. 
(248). 

Mr. Engert was awarded a factory 
reconditioned Type 170A Q Meter 
at BRC on June 17. 




•ALBUQUERQUE, New Mexico 87108 

NEELY ENTERPRISES 
6501 Lomas Blvd., N.E. 

Tel: (505) 255-5586 
TWX: 505-243-8314 

ASBURY PARK, New Jersey 

ROBINSON SALES DIVISION 
Hewlett-Packard Company 
Tel: (201) 747-1060 

•ATLANTA 5, Georgia 30305 
SOUTHERN SALES DIVISION 
Hewlett-Packard Company 
3110 Maple Drive, N.E. 

Tel: (404) 233-1141 
TWX: 810-751-3283 
BALTIMORE. Maryland 21207 
HORMAN ASSOCIATES. INC. 

6660 Security Blvd. 

Tel: (301) 944-5400 

•BOSTON, Massachusetts 
YEWELL ASSOCIATES, INC. 

Middlesex Turnpike 
Burlington, Mass. 01804 
Tel: (617) 272-9000 
TWX: 710-332-0382 
•CHICAGO, Illinois 60845 
CROSSLEY ASSOCIATES, INC. 

2501 W. Peterson Ave. 

Tel: (312) 275-1600 
TWX: 312-222-0311 

•CLEVELAND, Ohio 44129 

CROSSLEY ASSOCIATES, INC. 

5579 Pearl Road 
Tel: (216) 884-9209 
TWX: 216-888-0715 

•DALLAS, Texas 75209 
SOUTHWEST SALES DIVISION 
Hewlett-Packard Company 
3605 Inwood Road 
Tel: (214) 357-1881 
TWX: 910-861-4081 
•DAYTON, Ohio 45409 
CROSSLEY ASSOCIATES, INC. 

1250 West Dorothy Lane 
Tel: (513) 299-3594 
TWX: 513-944-0090 
•DENVER, Colorado 80222 
LAHANA & COMPANY 
P.O. Box 22065 

Belleview Valley Highway Interchange 
Tel: (303) 771-3455 
TWX: 303-771-3056 
•DETROIT, Michigan 48235 
CROSSLEY ASSOCIATES, INC. 

14425 West Eight Mile Rd. 

Tel: (313) 342-5700 
TWX: 313-342-0702 
ENGLEWOOD, New Jersey 07831 
RMC SALES DIVISION 
Hewlett-Packard Company 
391 Grand Ave. 

Tel: (201) 567-3933 


HARRISBURG, Pennsylvania 
ROBINSON SALES DIVISION 
Hewlett-Packard Company 
Camp Hill, Penna. 17011 
Tel: (717) 737-6791 

•HARTFORD, Connecticut 

YEWELL ASSOCIATES, INC. 

589 Saybrook Road 
Middletown, Conn. 06458 
Tel: (203) 346-6611 
TWX: 203-346-7433 

•HIGH POINT, North Carolina 27262 
SOUTHERN SALES DIVISION 
Hewlett-Packard Company 
1923 North Main Street 
Tel: (919) 882-6873 
TWX: 510-926-1516 

•HOUSTON, Texas, 77027 
SOUTHWEST SALES DIVISION 
Hewlett-Packard Company 
4242 Richmond Avenue 
Tel: (713) 667-2407 
TWX: 713-571-1353 

HUNTSVILLE, Alabama 35801 

SOUTHERN SALES DIVISION 
Hewlett-Packard Company 
Suite 18, Holiday Office Center 
Tel: (205) 881-4591 
TWX: 510-579-2204 

•INDIANAPOLIS, Indiana 46205 

CROSSLEY ASSOCIATES, INC. 

3919 Meadows Drive 
Tel: (317) 546-4891 
TWX: 317-635-4300 

KANSAS CITY, Missouri 64131 
HARRIS-HANSON CO. 

7916 Paseo Street 
Tel: (816) 444-9494 
TWX: 816-556-2423 

LAS CRUCES, New Mexico 88001 

NEELY ENTERPRISES 
114 South Water St. 

Tel: (505) 526-2486 
TWX: 505-524-2671 

‘LOS ANGELES, California 
NEELY ENTERPRISES 
3939 Lankershim Blvd. 

North Hollywood, Cal. 91604 
Tel: (213) 877-1282 
TWX: 910-499-2170 

LOUISVILLE, Kentucky 40218 

SOUTHERN SALES DIVISION 
Hewlett-Packard Company 
3411 Bardstown Road 
Tel: (502) 459-4140 
TWX: 810-535-3128 

•MONTREAL, P.Q.: Canada 
HEWLETT-PACKARD (CANADA) LTD. 
8270 Mayrand St. 

Tel: (514) 735-2273 


•NEW YORK, New York 10021 

RMC SALES DIVISION 
Hewlett-Packard Company 
236 East 75th St. 

Tel: (212) 879-2023 
TWX: 710-581-4376 
•ORLANDO, Florida 32803 
STILES SALES DIVISION 
Hewlett-Packard Company 
621 Commonwealth Ave. 

Tel: (305) 425-5541 
TWX: 305-275-1234 

OTTAWA, Ontario, Canada 
HEWLETT-PACKARD (CANAOA) LTD. 
1762 Carling Ave. 

Tel: (613) 722-8162 

•PHILADELPHIA, Pennsylvania 

ROBINSON SALES DIVISION 
Hewlett-Packard Company 
144 Elizabeth St. 

W. Conshohocken, Penna. 19428 
Tel: (215) 248-1600 
TWX: 215-828-3847 
•PHOENIX, Arizona 
NEELY ENTERPRISES 
3009 N. Scottsdale Rd. 

Scottsdale. Ariz. 85251 
Tel: (602) 945-7601 
TWX: 602-949-0111 

•PITTSBURGH, Pennsylvania 

CROSSLEY ASSOCIATES. INC. 

2 r 45 Moss Side Blvd. 

Monroeville, Pa. 15146 
Tel: (412) 271-5227 
TWX: 710-797-3650 
PORTLAND, Oregon 97201 
ARVA. INC. 

2033 S.W. 58th Ave. 

Tel: (503) 222-7337 
'POUGHKEEPSIE, New York 12601 
SYRACUSE SALES DIVISION 
Hewlett-Packard Company 
82 Washington Street 
Tel: (914) 454-7330 
TWX: 914-452-7425 

RICHMOND, Virginia, 23230 
SOUTHERN SALES DIVISION 
Hewlett-Packard Company 
2112 Spencer Road 
Tel: (703) 282-5451 
TWX: 703-282-9986 

ROCHESTER, New York 14825 

SYRACUSE SALES DIVISION 
Hewlett-Packard Company 
800 Linden Ave. 

Tel: (716) 381-4120 
TWX: 716-221-1514 
■SACRAMENTO, California 95814 
NEELY ENTERPRISES 
2591 Carlsbad Ave. 

Tel: (916) 482-1463 
TWX: 916-444-8683 


SALT LAKE CITY, Utah 84115 
LAHANA & COMPANY 
1482 Major St. 

Tel: (801) 486-8166 
TWX: 801-521-2604 

•SAN DIEGO, California 92106 
NEELY ENTERPRISES 
1055 Shatter St. 

Tel: (714) 223-8103 
TWX: 714-276-4263 

tSAN FRANCISCO, California 
NEELY ENTERPRISES 
501 Laurel St. 

San Carlos, Cal. 94071 
Tel: (415) 591-7661 
TWX: 910-376-4390 

•SEATTLE, Washington 98109 

ARVA, INC. 

1320 Prospect St. 

Tel: (206) 622-0177 
TWX: 206-998-0733 

•ST. PAUL, Minnesota 55114 
CROSSLEY ASSOCIATES, INC. 

842 Raymond Ave. 

Tel: (612) 646-7881 
TWX: 612-551-0055 

ST. PETERSBURG, Florida 33708 

STILES SALES DIVISION 
Hewlett-Packard Company 
Madeira Beach 410 150th Ave. 

Tel: (813) 391-0211 
TWX: 813-391-0666 

•ST. LOUIS, Missouri 83144 

HARRIS-HANSON CO. 

2814 S. Brentwood Blvd. 

Tel: (314) 647-4350 
TWX: 314-962-3933 

SYRACUSE, New York 13211 

SYRACUSE SALES DIVISION 
Hewlett-Packard Company 
Pickard Bldg., E. Malloy Rd. 

Tel: (315) 454-2486 
TWX: 315-477-1375 

ORONTO, Ontario, Canada 
EWLETT-PACKARD (CANADA) LTD 
1415 Lawrence Ave. W. 

Tel: (416) 249-9196 

TUCSON, Arizona 85716 
NEELY ENTERPRISES 
232 S. Tucson Blvd. 

Tel: (602) 623-2564 
TWX: 602-792-2759 

■WASHINGTON, D.C. 

HORMAN ASSOCIATES, INC. 

941 Rollins Ave. 

Rockville, Maryland 20851 
Tel: (301) 427-7560 
TWX: 710-828-9684 


•Indicates Instrument Repair Stations 

tFor instrument repair contact: Customer Service. Hewlett-Packard Company, 395 Page Mill Rd., Palo Alto. California, Tel: (415) 326-1755 
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